Evaluation of infrared analysers used for monitoring waste anaesthetic gas levels in operating theatres.
Several commercially available infrared analysers used to monitor levels of waste anaesthetic agent levels in operating theatres have been evaluated with respect to their specified accuracy, linearity and level of sensitivity.